Message 


From: Khan, Annie (DPH) [/0=C0M MON WEALTH OF MASSACHUSETTS/OU=DPH/CN=RECIPIENTS/CN=AKHAN] 

Sent: 1/30/2006 12:23:38 PM 

To: 'Anthony 

Subject: Question FTIR (Serial # 73816) 


Hi Anthony, 

How are you? I have a question regarding my FTIR. The Energy Monitor is reading at 400 rather than 5000. Is there a 
reason this is occurring? And how do I fix the problem? I would appreciate your assistance. 

Spectrum One 
Serial #73816 

Dept, of Public Health ( Drug Lab) -Jamaica Plain. 

Thank you, 

Annie Khan 
617-983-6631 
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